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LIMITED WARRANTY AND LIMITATION 
OF LIABILITY 



Fluke Networks, Inc. (Fluke Networks) warrants its 
products to be free from defects in material and 
workmanship under normal use and service for one (1) 
year, beginning on the date of shipment. Link interface 
adapters (LIAs), parts, product repairs, and services are 
warranted for 90 days. This warranty extends only to 
the original buyer or end-user customer of a Fluke 
Networks authorized reseller, and does not apply to 
fuses, disposable batteries, orto any product which, in 
Fluke Networks' opinion, has been misused, altered, 
neglected, contaminated, or damaged by accident or 
abnormal conditions of operation or handling. Fluke 
Networks warrants that software will operate substan- 
tially in accordance with its functional specifications for 
90 days and that it has been properly recorded on non- 
defective media. Fluke Networksdoes notwarrantthat 
software will be error free or operate without interrup- 
tion. 

Fluke Networks' authorized resellers shall extend this 
warranty on new and unused products to end-user 
customers only but have no authority to extend a 
greater or different warranty on behalf of Fluke 
Networks. 

Fluke Networks' warranty obligation is limited, at Fluke 
Networks option, to refund of the purchase price, free 
of charge repair, or replacement of a defective product 
which is returned to a Fluke Networks authorized 
service centerwithin the warranty period. 

To obtain warranty service, contact your nearest Fluke 
Networks authorized service centerto obtain return 
authorization information. Following warranty repair, 
the product will be returned to Buyer, transportation 
prepaid (FOB Destination). If Fluke Networks deter- 
mines that the failure was caused by misuse, alteration, 
accident, or abnormal condition of operation or 
handling. Fluke Networks will provide an estimate of 
repair costs and obtain authorization before commenc- 
ing the work. Following repair, the productwill be 
returned to the Buyer, transportation prepaid, and the 
Buyerwill be billed forthe repairand return transpor- 
tation charges (FOB Shipping Point). 



Warranty service is available outside the United States 
only if product was purchased through a Fluke 
Networks' Authorized Sales Outlet in the country of use 
or the applicable Fluke Networks international price 
was paid. Product transported from the United States 
for which the applicable Fluke Networks international 
price was not paid must be returned to the U.S. to 
receive warranty service, at the shipment expense and 
risk of Buyer. Fluke Networks reserves the right to 
invoice Buyer for importation costs of repair/replace- 
ment parts when product purchased in one country is 
submitted for repair in another country. 

THIS WARRANTY IS BUYER'S SOLE AND EXCLUSIVE 
REMEDY AND IS IN LIEU OF ALL OTHER WARRANTIES, 
EXPRESS OR IMPLIED, INCLUDING BUT NOT LIMITED TO 
ANY IMPLIED WARRANTY OF MERCHANTABILITY OR 
FITNESS FOR A PARTICULAR PURPOSE. FLUKE NET- 
WORKS SHALL NOT BE LIABLE FOR ANY SPECIAL, 
INDIRECT, INCIDENTAL, OR CONSEQUENTIAL DAMAGES 
OR LOSSES, INCLUDING LOSS OF DATA, WHETHER 
ARISING FROM BREACH OF WARRANTY OR BASED ON 
CONTRACT, TORT, RELIANCE, OR ANY OTHER THEORY. 

Since some countries or states do not allow limitation of 
the term of an implied warranty, or exclusion or 
limitation of incidental or consequential damages, the 
limitations and exclusions of this warranty may not 
apply to every buyer. If any provision of this Warranty is 
held invalid or unenforceable by a court or other 
decision-maker of competent jurisdiction, such holding 
will not affect the validity or enforceability of any other 
provision. 

Fluke Networks, Inc. 
P.O. Box 777 

Everett, WA 98206-0777 
U.S.A. 

Fluke Europe B.V. 
P.O. Box 1186 
5602 BD Eindhoven 
The Netherlands 
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A Guide to using the SimpliFiber™ to install, 
manage, and troubleshoot single-mode and 
multimode fiber cabling systems. 

SimpliFiber™ accurately measures power loss of 
single-mode and multimode fiber optic 
cabling. 

It features automatic wavelength detection, 
storage of test results, and PC database sup- 
port in an easy-to-use low cost design. 
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Chapter 1 - Introduction 

The Simple Fiber Solution 



Welcome to the family of fiber optic installa- 
tion, test and diagnostic products. 

Sim pli Fiber is a high quality fiber optic cabling 
test tool for easy and rapid identification of 
failure points in a fiber network. It consists of 
two units: SimpliFiber Meter and SimpliFiber 
Source. 

SimpliFiber Meter, the optical power meter, and 
SimpliFiber Source, the optical light source, 
address the challenges of installing, manag- 
ing, and troubleshooting multimode and 
single-mode fiber cabling systems. 

The SimpliFiber 850/1 300 Source provides a 
consistent dual wavelength light that allows 
you to quickly and accurately assess the 
performance of fiber optic transmission paths 
and equipment. It also supplies a modulated 
signal for use with fiber identifiers. 

The SimpliFiber Meter measures the power of 
light emerging from the fiber. By measuring 
optical power, SimpliFiber Meter verifies the 
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proper installation and operations of fiber 
optic components, such as fiber optic hub 
modules, repeaters, and adapter cards. 

Sim pli Fiber also helps to identify faulty patch 
cables, failing splices, or bad couplers and 
connectors by measuring signal loss. 

The Simpli Fiber Meter can be used with any 
source operating at 850, 1300, 1310, or 1550. 

The SimpliFiber 850/1 300, 1 31 0, or 1 550 Source 
can be used with any power meter. 

A hinged cover protects the units connector(s). 
It also allows the units to be propped up 
during use. 



The SimpliFiber Kit 



The SimpliFiber kit contains the SimpliFiber Meter 
and SimpliFiber 850/1300 Source units. The kit 
includes the optical cleaning supplies that are 
needed to keep fiber connectors and adapters 
free from contamination. 

The SimpliFiber kit contains: 

• SimpliFiber Meter 

• SimpliFiber 850/1 300 Source 

• ST or SC connector adapter 

• A soft carrying case 

• Four AA alkaline batteries (two for each 
unit) 



• Fiber cleaning supplies 

• Scan Link Software 

• A communication cable to connect to the PC 

• Registration Card and User Guide 

The SimpliFiber Accessory Kits 



The SimpliFiber Meter allows you to use differ- 
ent light sources. 

SimpliFiber 1310 Source and SimpliFiber 1550 
Source, additional sources for the verification 
of single-mode fiber at 1310nm and 1 550 nm, 
are sold separately. 

SimpliFiber 1310 Source and SimpliFiber 1550 
Source are active laser sources that work with 
SimpliFiber Meter to verify optical cable trans- 
mission quality. 

SimpliFiber Meter will recognize all SimpliFiber 
Sources and automatically set the appropriate 
wavelength. 
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S impliFiber Meter 

DB-9 Serial Connector SimpliFiber threaded 
allows attachment of a 
serial cable for inter- 
face with PC-based 
software (Scanlink). 



\ 



optical receiver port. 
Accepts different 
connector adapters. 

/ 



m 




Powers SimpliFiber ON or OFF. 



[Bel SHFT in conjunction with other keys executes 
extended functions. REF sets the Reference. 

X increases the wavelength from 850nm to 
1300nmto 1310nmto 1550nm. SHFT + dBm 
switches the mode between dBm and dB. 

§ SAVE saves test results. SHFT + DEL deletes 
results. 



SimpliFiber 850/1300 Source 



850 nm ST or SC 
connector port 



1300 nmSTorSC 
connector port 




Powers SimpliFiber Source ON or OFF. 



AUTO senses the wavelength currently 



used by SimpliFiber. 
H MOD allows y< 

continuous and modulated Tightsource 



MOD allows you to toggle between 
Tic' 



A, turns on the 850nm or 1300nm output 
when cable is moved from one port to the 
other. 



SimpliFiber 



ENGLISH - 9 



S IMPLlFlBER 



ENGLISH - 1 0 



S impliFiber 1310 Source 



1310 nm STorSC 
connector port 
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Powers S im pli Fiber Source ON or OFF. 



AUTO senses the wavelength currently 



used by SimpliFiber. 



MOD allows you to toggle between 

continuous and modulatedTightsource 



SimpliFiber 1 550 Source 



1550 nm ST or SC 
connector port 





Powers SimpliFiber Source ON or OFF. 



J AUTO senses the wavelength currently 
used by SimpliFiber. 



MOD allows you to toggle between 
continuous and modulatedtightsource 
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Simpli Fiber Meter 



The Simpli Fiber Meter interface consists of an 
LCD display and a keypad. 

Using the Keypad 

Use the SimpliFiber Meter keypad to select the 
functions necessary to test and troubleshoot 
fiber optic cabling. Each key performs at least 
two functions. When multiple keys are re- 
quired to activate a function, press and hold 
each key in the order shown below. 




When turned on, SimpliFiber Meter will 



flash the LCD power up test and then resume 
the test mode that was last executed. To 
conserve battery life SimpliFiber Meter will turn 
off automatically when no signal is detected 
and no key has been used for 60 minutes. 



[taillij Press this button to shift to the upper key 
functions (dB/m and DEL). When activated the 
word SHFT is displayed. 

Press and hold this button to set the Refer- 
ence. 

Press this button until SHFT is displayed, press 
it again to display the reference value. 




|BBJ Press this button to change the wave- 
length (A,). The sequence is: 850nm, 1300nm, 



1310nm, and 1550nm. Use this function only 
when connecting to a lightsource other than 
S im pli Fiber Source. When using SimpliFiber 850/ 
1300, 1310, or 1550 Sources in AUTO mode, 
the wavelength will be detected automati- 
cally. 



1j[EFlB|dE7jj7j 
SHFT I Hl a. J 



l + h™J Use these buttons to change the 
mode between Power Meter (dBm) and Loss 
Meter (dB). 



I Press this button to display the next 
available position where a test can be saved. 

Press and hold this button to SAVE test results. 



Press V&iWl and then press and hold 
DELETE the last saved test result. 



to 



Press IfflSJ and then press I 
last saved test result. 



I to VIEW the 



SimpliFiber 



ENGLISH - 13 



S IMPLlFlBER 



ENGLISH - 14 



Reading the Display 

The display is operational when all LCD icons 
appear as shown below. 



X 850 nm \1300nm CALIGN 
X1310nm X1550nm ST U 




If no icons appear when the unit is in opera- 
tion, check the batteries for correct installa- 
tion or install new batteries. 

X 850nm Measure at 850nm wavelength 

X1300nm Measure at 1300nm wavelength 

X1310nm Measureat 1310nm wavelength 

X1550nm Measure at 1 550nm wavelength 

ALIGN Align units, set Reference 

Ad Low Battery power 
(Jjjf) Error occurred 

OK Successful operation 

» Negative value 

dB Loss measurement value displayed 

dBm Power measurement value displayed 

RE F Current reference value being stored 




rror message 



SimpliFiber Source 



The SimpliFiber Source is an active and intelli- 
gent light source that works with SimpliFiber 
Meter to verify optical cable transmission 
quality. 

The SimpliFiber 850/1300 is an LED light source. 

The SimpliFiber 1310 and 1550 Sources are laser 
light sources. 



WARNING: 

When using SimpliFiber 1310 or 1550 
Source, visible and/or invisible laser ra- 
diation could be present. 

Avoid direct exposure to the beam. 



Using the Keypad 



When turned on the SimpliFiber Source 

will light the LED of the last active transmis- 
sion mode. 



| Press AUTO and SimpliFiber Meter will 
automatically sense the current SimpliFiber 
Source wavelength. When using SimpliFiber 
Meter and SimpliFiber Source, AUTO mode 
should always be selected, so that SimpliFiber 
Meter can automatically determine the X of 
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the transmitted light. 




HBlThe transmitted light can be operated 
continuously or modulated. When measuring 
power, use the continuous light source. When 
identifying fiber cables with an identifier, use 
the 2kHz modulated mode. 

Press MOD to toggle between continuous and 
modulated lightsource. When Continuous 
Wave is selected, the LED will show a steady 
light; when 2kHz (modulated) is selected, the 
LED will blink. 

Use this feature with all third party power 
meters. 



Hill (Sim pli Fiber 850/1 300 Source) Press X 
(Lambda) to manually switch the wavelength 
between 850 nm and 1300 nm. Connect the 
launch cable to the appropriate port. 



LED Indicators 

SimpliFiber 850/1 300 Source has 5 red LED 
indicators. The following describes the LED 
activity: 




LED Name 


Description 


850nm 


transmitting at 850nm 
wavelength 


1300nm 


transmitting at 1300nm 
wavelength 


AUTO 


SimpliFiber Meter is auto-sensing 
the wavelength of SimpliFiber 
Source 


CW/2kHz 


Steady for continuous light 
source; flashing for modulated 
light source 


Low Batt 


Time to replace AA batteries 


SimpliFiber 1310 Source has 4 red LED indica- 
tors. The following describes the LED activity: 


LED Name 


Description 


1310nm 


transmitting at 1310nm 
wavelength 


AUTO 


SimpliFiber Meter is auto-sensing 
the wavelength of SimpliFiber 
Source 


CW/2kHz 


Steady for continuous light 
source; flashing for modulated 
light source 


Low Batt 


Time to replace AA batteries 



SimpliFiber 1 550 Source has 4 red LED indica- 
tors. The following describes the LED activity: 
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LED Name 


Description 


1550nm 


transmitting at 1 550nm 
wavelength 


AUTO 


SimpliFiber Meter is auto-sensing 
the wavelength of SimpliFiber 
Source 


CW/2kHz 


Steady for continuous light 
source; flashing for modulated 
light source, 


Low Batt 


Time to replace AA batteries 



Calibration 



The SimpliFiber Meter should be calibrated 
annually with specialized equipment. Contact 
Fluke Networks Technical Support for informa- 
tion on calibration and service requirements. 



Technical Support 



Note 

All connectors and fiber end faces need to be 
clean prior to testing. Use the appropriate 
optical cleaning supplies to keep connectors 
and couplers free from contamination. 

If you have technical questions, you may 
contact Fluke Networks Technical Support by 
phone, fax, or e-mail. 



Note 

Before calling Technical Support, please have 
your product version number available. 

Contacting Fluke Networks 

Visit the Fluke Networks website at 
www.flukenetworks.com. Send email to 
fluke-assist@flukenetworks.com. 

To order accessories or get the location of the 
nearest Fluke Networks distributor or service 
center, call: 

• USA: 1-888-99-FLUKE (1-888-993-5853) 

• Canada: 1-800-363-5853 

• Europe: +31-402-675-200 

• Beijing: 86 (10) 6512-3435 

• Japan: +81-3-3434-0181 

• Singapore: +65-738-5655 

• Anywhere in the world: +1-425-446-4519 

For operating assistance in the USA, call 1-800- 
283-5853. 
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Product Versions 



To display the Product Version, turn SimpliFiber 
Meter off. 



Hold the [mm\ key down while pressing the 



key. 



Release both keys. 

The Product Version will be displayed as 
shown below. 



( n u 

OK uj 1 



WARNING: DURING OPERATION, TEST- 
ING, OR MAINTENANCE OF A FIBER 
OPTIC SYSTEM, NEVER LOOK INTO AN 
ACTIVE FIBER OPTIC CABLE. INFRA- 
RED RADIATION MAY BE PRESENT 
AND PERMANENT EYE DAMAGE CAN 
RESULT. 



Chapter 2 - Measuring Loss 



Loss measures the signal degradation in a fiber 
optic cable. SimpliFiber 850/1300 Source injects a 
signal into the fiber cable and SimpliFiber Meter 
measures the received signal at 850nm or 
1300nm. 

Described in this chapter are the procedures 
for measuring loss in a fiber optic cable plant 
using SimpliFiber Meter and SimpliFiber Source. 

Three different test methods are explained; 
they vary in the way the launch cables are 
connected when the reference value is deter- 
mined. 



The Reference Value 



Accurate repeatable measurements of optical 
power and signal loss are fundamental for the 
installation and maintenance of fiber optic 
cabling. 

To make an accurate measurement, you need 
to know the loss of your attached launch cable 
and the power being transmitted. 

The reference value must be stored before a 
loss measurement can be calculated. SimpliFiber 
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requires the reference value to compensate for 
the signal loss in the launch cable. This value 
is then automatically subtracted from the 
actual measured value to determine cable 
plant loss. 

Note 

The launch cable used to set the reference 
value should be the same type as the cables to 
be tested: 50/125, 62.5/125, or single-mode. 



IMPORTANT 

All connectors and fiber end faces 
should be cleaned prior to testing. 



The Reference Methods 



There are three recognized methods for 
reference determination. Reference diagrams 
will show how to establish a reference for 
each method. 

It is very important that the connections are 
not disturbed after the reference value is 
established. To assure that the effects of the 
connectors and launch cables are "zeroed 
out", follow the instructions closely. 



Note 



When a connector is removed and then 
reattached, it is unlikely to go back into the 
exact same position. Asa result, measurements 
will change slightly when connections are 
made or broken. 



Method A 



For Method A two launch cables are used to 
set the reference. 

Method A cancels the effects of the launch 
cables and one coupler for all subsequent 
measurements. 



1 . Connect a Launch Cable to 
SimpliFiber Meter. 

2. Connect a Launch Cable to 
SimpliFiber Source. 

3. Use a coupler to connect 
the two fiber ends. 

4. Power on SimpliFiber Source 

and press [■■] j Q choose the 
appropriate wavelength, 850 
or 1300 depending on where 
the fiber is connected, press 



5. Power on SimpliFiber Meter. 
The unit will auto-sense the 



SimpliFiber 
Meier 

~1~ 
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!= 
CD 



m 

H 
X 

o 
o 

> 



SimpliFiber 
Source 
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appropriate wavelength. 

Note 

When using a light source other than 



SimpliFiber Source, press the [MM] to select the 
appropriate wavelength. Both units must be 
set to the same wavelength. 



6. Press, hold and release the [Bill!] button to 
set and save the 



X1300nm 

new reference 

value. The reference «| n s» 

value will be _ VBni 



OK 



displayed. 

7. Disconnect the coupler without disturbing 
the fiber connections to the units. 



Measuring Loss using Method A 

When Method A was used to set the reference, 
proceed as follows: 

1 . Do not disconnect the launch cables from 
the SimpliFiber units. 

2. Disconnect one launch cable from the 
coupler. 

3. Connect the fiber to be measured between 
the launch cables. An extra coupler is needed. 

4. SimpliFiber Meter will report the loss in dB. 



5. Press and hold I 
save the test result. 



J to 



When using Method A, the 
effects of both launch 
cables and one coupler are 
removed. 



X 850nm 

i j? c n dB 

■ nl.Qu 



SimpliFiber 
Meter 

IIU 



2 

m 

H 
X 
O 



1 



A 



SimpliFiber 
Source 



Method B 



This method is commonly recommended by 
ISO 1 1 801 and ANSI/EIA/TIA 568A. 
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For Method B, one launch 
cable is used to set the 
reference. 

The launch cable will be 
canceled out for all subse- 
quent measurements. 

1 . Connect one end of a 
Launch Cable to SimpliFiber 
Meter. 

2. Connect the other end of 
the same Launch Cable to 
SimpliFiber Source. 

3. Power on SimpliFiber 

Source and press [■■] j D 
choose the appropriate 
wavelength, 850 or 1 300, 



press I 

4. Power on SimpliFiber Meter. 
The unit will auto-sense the 
appropriate wavelength. 

Note 



SimpliFiber 
Meter 

nr 



m 

H 
X 

O 

o 

00 



J. 



O 

03 
CD 



SimpliFiber 
Source 



When using a light source other than 



SimpliFiber Source, press the I*™ J to select the 
appropriate wavelength. Both units must be 
set to the same wavelength. 



5. Press, hold and release the 

set and save the — 

new reference 
value. The refer- 
ence value will be 
displayed. QK 



I button to 



\1300nm 



0 0 CdBn 

10 3m 



6. Disconnect the Launch Cable from the 
SimpliFiber Meter. 



Measuring Loss using 
Method B 

When Method B was used to 
set the reference, proceed as 
follows: 

1 . Do not disconnect the 
launch cable from the 
SimpliFiber Source unit. 

2. Connect the fiber to be 
measured between the 
SimpliFiber Meter output and 
the launch cable that is 
attached to SiMPuFiBERSource. 
An extra coupler is needed. 

3. SimpliFiber Meter will 
immediately report the loss 
in dB. 



SimpliFiber 
Meter 



m 



o 

0) 
CD 



Q_ 

CD 



SimpliFiber 
Source 
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4. Press and hold pMHJ to sa ve the test result. 



Method B removes the effect of one launch 
cable. 



X 850 nm 



i j? c n dB 

' tCQu 



SimpliFiber 
Meter 

u — 



1 



Method C 

For Method C three launch 
cables and two connectors are 
used to set the reference. All of 
the launch cables and connec- 
tors are canceled. Use this 
method when measuring an 
end to end system where the 
patch cables need to be in- 
cluded in the total loss mea- 
surement. 

1 . Connect the first Launch 
Cable to SimpliFiber Meter. 

2. Connect the second Launch 
Cable to SimpliFiber Source. 

3. Use two couplers to join the 
two launch cables with a third 
launch cable. 

4. Power on SimpliFiber Source 



o 

o 



"O 
CD 



3 

m 



SimpliFiber 
Source 



and press 

5. Choose the appropriate wavelength, 850 or 



1300, press I 

Note 

When using a light source other than 



SimpliFiber Source, press the ff™J to select the 
appropriate wavelength. Both units must be 
set to the same wavelength. 



6. Press, hold and release the IHHI button to 
set and save the new X1300nm 
reference value. The 

reference value will fft j^l ^dBm 

be displayed. OK ZUD Jre" 

7. Disconnect the third Launch Cable, located 
in the center, without disturbing any connec- 
tions to the couplers or adapters. 



Measuring Loss using Method C 

When Method C was used to set the reference, 
proceed as follows: 

1 . Do not disconnect the launch cables from 
the SimpliFiber units. 

2. Remove the launch cable located in the 
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center without disturbing 
the couplers. 

3. Connect the fiber to be 
measured between the 
launch cables. 

4. SimpliFiber Meter will 
immediately report the loss 
in dB. 



SimpliFiber 
Meter 



J 



5. Press and hold I 
save the test result. 



I to 



X 850nm 



i j? c n dB 

■ nZ.Qu 



Method C removes the 
effect of the launch cables 
and the couplers. 



2 
m 



1 



SimpliFiber 
Source 



Saving Results 



S im pli Fiber Meter will store 100 test results. Each 
test is stored in order, e.g. 5 is the fifth test 
that was stored. 



1 . To save a test result press v8XB\ a number 
(between 1 and 100) will flash in the lower 
right corner of the display. 

In our example 5 is the next open storage 
position. 



c 

3 



2. Press and hold the [WB3\ button until OK is 
displayed in the lower left corner of the 
display. 



OK 



c 

3 



The number of the saved test will be displayed 
to confirm that the result was saved. 

In our example test result number 5 has been 
saved. 
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Viewing Results 



1 . Press 
stored test. 



and then [SaaaJ tn display the last 



X1300nm 




j n n OdB 

"C LUO 


U 



A number (between 1 and 1 00) and the test 
result start flashing alternately. 



Deleting Results 



1 p ress [Ban j anc j then hold Vassal to delete the 
result. 



OK 



u 

1 



OK and the number of the deleted test will be 
displayed to confirm that number 4 is avail- 
able again. 



Note 



The most recent test will be deleted first. 



Uploading to a PC 



Test results can be uploaded to a PC using the 
included Scanlink Tools software. 

1 . Connect the SimpliFiber Meter serial port to 
the serial port on your PC with the supplied 
communications cable. 

2. Power on SimpliFiber Meter. 

3. Run the Scanlink software. 



4. Click on J l (Upload) to establish com- 
munications between Scanlink and SimpliFiber 
Meter. 

5. From Scanlink's Upload screen select 
SimpliFiber. 

6. Select the Communications Port: Com 1 or 
Com 2. 

7. Click Upload. 

Test results that are stored in SimpliFiber Meter's 
memory will be uploaded to the PC. 

Consult the Scanlink on-line help for further 
instructions for viewing, saving, and printing 
test results. 

8. Power the SimpliFiber Meter off when the 
transfer is completed. 
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Chapter 3 - Measuring 
Power 



Measuring Power 



When measuring power, the overall power is 
reported. Use it to quickly verify cabling and 
equipment problems. 

1 . To measure power, connect the fiber optic 
cable to the appropriate SimpliFiber 850/1 300 
Source output. 

2. Connect the fiber optic cable to the 
SimpliFiber Meter. 



3. Power on SimpliFiber Source and press HI 

4. To choose the appropriate wavelength, 



5. Power on SimpliFiber Meter. The unit will 
auto-sense the wavelength. 




press 
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Note 

When using a source other than SimpliFiber 



Source, /i^w lMJ to select the wavelength. 



6. Press and then the I*™] button to 
change the units from dB to dBm. 

7. SimpliFiber Meter will immediately report the 
overall power in dBm. 



X 850 nm 



- C u.u u 



Appendix A - Technical 
Specifications 



Simpli Fiber Meter 

Physical Characteristics 

• Dimensions: 13.97 cm x 8.25 cm x 2.54 cm 
(6.25" x3. 50" x 1.25") 

• Weight: 171.54 g (.38 lbs) 
Power Source 

• 2 AA Alkaline batteries 

• Battery Life: Varies depending on usage and 
battery quality. On average, the batteries will 
last 100 hours. 

User Interface 

• Display: Custom LCD 

• Size: 4.42 cm x 2.1 5 cm (1 .75" x .85") 

• Keypad: Four momentary contact keys 
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Environmental 

• Operating Temperature: 
0°to45°C(32°to 113°F) 

• Storage Temperature: 
-20° to 60°C(14° to 140°F) 

• Humidity: 10% to 90% non-condensing 

• Storage Humidity: 5 to 95% 
Serial Port 

• RS-232, DB 9 
Memory 

• Test Storage: 100 complete test results can be 
stored in nonvolatile flash memory 

Test Functions 

Optical Measurements 

• Dynamic Range: +3dBm to -55dBm 

• Resolution: 0.01dB 

• Typical accuracy (at -20dBm): ±0.25dB 

SimpliFiber Source 
Physical Characteristics 

• Dimensions: 13.97 cm x 8.25 cm x 2.54 cm 
(6.25" x3. 50" x 1.25") 

• Weight: 171.54 g (.38 lbs) 



Power Source 

• 2 AA Alkaline batteries 

• Battery Life: Varies depending on usage and 
battery quality. 

850/1300 Source: On average, the batteries will 
last 10-50 hours, depending on Mode 

1310 and 1550 Sources: On average, the 
batteries will last 20-100 hours, depending on 
Mode 

Wavelength 

• 850, LED, > -20dBm 
•1300, LED, >-20dBm 

• 1310, Laser, > -10dBm 

• 1550, Laser, > -10dBm 
Environmental 

• Operating Temperature: 
0°to45 o C(32°to 113°F) 

• Storage Temperature: 
-20° to 60°C(14°to 140°F) 

• Humidity: 10% to 90% non-condensing 

• Storage Humidity: 5 to 95% 
Governmental Certifications 

• ce 



S IMPLlFlBER 



ENGLISH - 39 



S IMPLlFlBER 



ENGLISH - 40 



Appendix B - Error Mes- 
sages 

Err 1 - Invalid Reference value. 

Error code 1 indicates that the reference value 
is 'under' or 'over' the limits. 

- Store a new Reference value. 

Err 2 - UNDER or OVER limit. 

The measured value is under or over the limit. 
The numeric values displayed on the LCD can 
range from -55.00 dB/dBm to 3.00 dB/dBm. 

When a measurement is less than -55.00 dB/ 
dBm, the measured value is UNDER the limit. 

When a measurement is more than 3.00 dB/ 
dBm, the measured value is OVER the limit. 

- Remeasure 

Err 3 - Memory is full, cannot save 
result. 

Error code 3 indicates that the unit's memory 
is full. 



- Upload the stored test results to your PC. 

- Delete saved results from the unit's memory. 

Err 4 - No results are stored in 
memory. 

Error code 4 indicates that there are no results 
stored in the units memory. 

- SimpliFiber's memory is empty. 

Err 5 - Wavelength cannot be 
changed. 

Error code 5 indicates that the wavelength 
cannot be changed while the SimpliFiber Source 
unit is in AUTO mode. 

- Change mode to CW prior to changing the 
wavelength 

Err 6 - Calibration is expired. 

Calibration values are corrupted 

- Send unit in for calibration 

Err 7 - Communication error be- 
tween SimpliFiber Meter and PC. 

Communication between PC and SimpliFiber 
cannot be established. 

- Verify connection between SimpliFiber and the 
PC and retry. 
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Err 8 - Connection error between 
S impliFiber and PC 

Connection between SimpliFiber and PC is 
broken. 

- Verify connection between SimpliFiber and the 
PC and retry. 




NETWORKSUPERVISION 



